Using high-frequency radio wave technology in veterinary surgery

Does radiosurgery have a place in your practice? These factors can help you determine whether you should consider it as an alternative to incising tissue with a scalpel.

Practitioners have several options for incising tissue when performing surgery. The modality they choose depends on their experience, the type of surgery they are performing, the type of tissue being cut, and even the patient’s species. The cost of the instrumentation may also play an important role in the decision-making process. This article discusses the physics of radiosurgery and briefly compares radiosurgery with other surgical devices.

How radiosurgery works

Radiosurgery uses a 4-MHz radio wave that passes from an active electrode (hand-held instrument) to a passive electrode (ground plate beneath the patient). The 4-MHz frequency is similar to that of marine band radios because it is above the AM spectrum but below the FM spectrum. Tissue resistance to the radio wave transmission volatilizes cells at the tip of the active electrode. Damage to tissue adjacent to the incision is limited provided a good technique is used. Similar to a scalpel blade incision, a radiosurgical incision should be made by using a smooth continuous motion. Unlike a scalpel blade, a radiosurgical electrode cuts without pressure. The character of the cut made with radiosurgery is determined by the type of electrode, contact time with the tissue, intensity of power, nature of the radio wave (waveform mode), and radio wave frequency. The following formula demonstrates how these parameters interact:

\[
\text{Lateral heat} = \frac{\text{Electrode size} \times \text{electrode contact time with tissue} \times \text{intensity of power} \times \text{waveform}}{\text{frequency}}
\]

Electrode size and configuration

The active electrode transmits radio waves when energized. Numerous electrode configurations are available. The proper electrode to use depends on the type of tissue to be incised and the surgeon’s preference.

Small-diameter electrodes require lower power settings and produce less lateral heating of tissue adjacent to the incision. Thinner-wire electrodes (wire diameter 0.009 to 0.004 in) are generally used to incise skin (Figure 1). The depth of the incision is determined by the length of wire exposed from the insulated housing of the electrode.

Large-diameter electrodes require higher power settings and produce more lateral heat. Large-diameter electrodes are ideal for subcutaneous dissection because lateral heat is useful for hemostasis (Figure 2).

Many specially designed electrodes can be used in oral, dermatologic, reproductive, and ophthalmic surgery. For example, loop electrodes are especially useful for removing small skin masses. If some of the lesion remains, the tissue can be shaved with the electrode until all abnormal tissue is removed (Figure 3). Distichia and ectopic cilia of the eyelids can be eliminated by inserting a 0.004-in-diameter wire electrode along the hair shaft and applying a small amount of power (Figure 4).

Although not part of the formula, the passive electrode is important as well. The passive electrode is the antenna that receives radio waves emitted from the ac-
tive electrode and returns the energy to the machine. Unlike an electrocautery unit, the passive electrode is not a grounding terminal, so it does not have to be in direct contact with the skin and does not require conductive gels. Placing the passive electrode close to the surgical area decreases the power required to cut tissue, reducing the possibility of lateral thermal damage. The interaction between the passive and active electrodes is similar to that of your car radio in that the radio (passive electrode) has a clearer signal when you are closer to the transmitter (active electrode).

**Contact time with tissue**

Active electrode contact time with the tissue is directly proportional to the lateral heat transferred to tissue. A well-planned surgical approach and experience with radiosurgery improve efficiency, reducing tissue contact time. If you perform reconstructive or blepharoplasty procedures, marking the area to be incised with a skin marking pen is helpful.

**Power intensity**

Proper power intensity varies with the tissue being cut. Correct power application allows for enough generated heat to volatilize cells at the tip of the electrode. With proper power intensity, the electrode passes smoothly through the tissue with no sparking or resistance. Insufficient power causes lateral accumulation of heat because of drag. Drag from an improperly powered electrode tends to increase hemorrhage because tissue is torn rather than cut. Likewise, excessive power results in excessive lateral heat because of sparking.

**Waveform**

Four waveforms are used in radiosurgery. The fully filtered, or continuous, waveform is a continuous high-frequency wave that produces a smooth cutting action. The continuous waveform generates the least amount of lateral heat. When the continuous waveform is delivered by a fine-wire electrode, the incision is comparable to that made by a scalpel.1

The fully rectified modulated waveform differs from the continuous waveform by inducing a minute pulsation of the wave; this slightly reduces the efficiency of the cut. The fully rectified modulated wave-

1. A small-diameter wire electrode is used to concentrate the radio wave, producing a precise incision with minimal distribution of heat laterally into the tissue.
2. A large-diameter wire electrode is used once the skin incision is made to incise subcutaneous layers. The larger-diameter needles dissipate more heat laterally into the tissue, sealing small blood vessels to minimize hemorrhage.
3. A loop electrode is used to remove a small skin mass. The loop is placed over the lesion, and the mass is grasped with forceps. The electrode is activated and brought through the tissue. A shaving technique can then be used if the base of the lesion remains and requires removal.
4. Focal distichia may be removed from the eyelid margin by using a very low power setting and a small-diameter wire electrode. The electrode is slid down beside the hair and activated, destroying the hair follicle. No resistance is felt when the hair is removed if the follicle is properly destroyed.
form generates some lateral heat that is useful in hemostasis. When combined with a large-diameter needle electrode, the fully rectified modulated waveform is excellent for subcutaneous dissection.

For more vascular tissues in which hemostasis is critical, you may select the partially rectified modulated waveform. This waveform is an intermittent transmission of high-frequency waves that increases lateral heat transmission, resulting in excellent hemostasis. Blood vessels up to 1/16 of an inch may be sealed with the electrode in the partially rectified modulated waveform mode. Alternatively, hemostasis may be achieved by an indirect method while in this mode by touching the electrode to a hemostat while it grasps the vessel. The indirect method is familiar to any surgeon who has used electrocautery for coagulation in a similar manner.

Finally, there is the fulguration, or spark-gap, waveform. This waveform delivers a mutated electric current that rapidly dehydrates tissue in contact with the active electrode. Much of the tissue destruction produced in this mode is limited by the insulating effect of carbonized tissue, the air space the spark must jump to contact the tissue, and the movement of the electrode by the surgeon. The spark-gap waveform mode is not used when cutting skin or any tissue in which scar formation would be detrimental. This mode has been used in combination with a ball electrode to treat anal fistulas in people.6

Frequency

The final factor in the equation is the denominator, frequency. Radiosurgical instruments operate at frequencies of 3.8 to 4 MHz. Electrocautery devices operate at much lower frequencies, in the 500- to 500-kHz range. Higher frequencies result in less lateral distribution of heat from the incision and more accurate application of energy.2 Interestingly, 4 MHz appears to be the ideal frequency, in that frequencies higher than 4 MHz can create channeling, thus damaging tissue distant to the incision, and higher frequencies increase the risk of sparking, resulting in excessive lateral heat transfer.7

Pros and cons of various cutting instruments

Tissue cuts are produced when tissue fibers are divided by a concentrated application of energy. To understand the advantages and disadvantages of instruments used to divide tissue, you must understand how cuts are made and how different tissues respond to cuts. Three principal factors are involved in the cutting process: the properties of the tissue to be incised, the shape of the instrument, and its guidance by the surgeon.8

Tissue properties

A key property of tissue is sectility. Tissue sectility is determined by the degree fibers are cut compared with how much they shift as energy is applied. Tissues of high sectility are more easily cut, while those of low sectility are apt to remain intact. Sectility may be enhanced by increasing tension directly in front of the cutting instrument and by increasing the speed of the cutting device’s travel. Placing tension on low-sectility tissue while making an incision requires extensive mechanical support and may create a final incision that looks quite different from that initially intended by the surgeon. The eyelids are good examples of low-sectility tissue. They are difficult to incise in their normal state, but cutting is enhanced through mechanical support (e.g., chalazion forceps).

Instrument shape

The action of a scalpel is determined by the sharpness and shape of the blade. The sharper the cutting edge, the less the tissue resistance, which results in more efficient cuts. The length of the cutting surface is also important. A longer blade edge has greater lateral resistance, resulting in the blade’s following the path of least resistance when guided parallel to the blade’s cutting surface.8 Shorter blades have less lateral resistance, allowing a surgeon to manipulate the blades around surfaces. So blade length is directly proportional to the ease with which a surgeon makes a straight incision but inversely proportional to the ease tissue is incised along contours. Scalpel blades are ideal for cutting tissues of high sectility, especially in cases in which long straight cuts are desired. Lasers and radiosurgical electrodes offer the advantage of being point cutting devices (devices with very short blade length, or, in the case of these modalities, no blade length) in which there is no lateral resistance, allowing the cut to be completely controlled by a surgeon.

Since tissue resistance is not a factor with lasers or radiosurgical devices, tissue sectility is not a factor. This allows a surgeon to make precise cuts with minimal tissue support. The cutting ability of the laser is determined by the source of atoms being excited to emit energy as photons. Examples of lasers used in veterinary medicine include carbon dioxide, neodymium:yttrium-aluminum-garnet (Nd:YAG), and diode lasers. Carbon dioxide lasers are commonly used in veterinary medicine to incise skin and other superficial tissues. Carbon dioxide lasers produce an infrared light (10,600 nm) that is invisible to people. The slower a surgeon passes the laser beam across the tissue, the deeper the cut; however, similar to radiosurgical electrodes, the slower the passage, the greater the lateral heat distribution. The wavelength of light emitted by a laser also determines its effectiveness in ablating tissue. For example, carbon dioxide laser light is preferentially absorbed by water, and cells with high water content are vaporized as they absorb carbon dioxide laser energy, thus, high-moisture tissues will be more effectively removed. Diode lasers emit a light preferentially
absorbed by melanin, so pigmented tissue is more effectively removed.

As previously discussed, many factors are involved in determining the incision made with radiosurgery, including the shape and size of the active electrode. Fine-wire electrodes concentrate the radio wave into tissue with immediate contact. The radio wave vaporizes cells contacting the electrode. Once the cells are vaporized, the resulting air gap between the electrode and adjacent tissue serves as insulation to prevent lateral heat transmission. The length of the exposed wire will determine the depth of the incision. Larger-diameter electrodes transfer the radio wave less efficiently and, while vaporizing cells in contact with the electrode, allow the transfer of some heat laterally to enhance hemostasis.

**Surgical guidance**

The final principal factor in incising tissue is guidance by the surgeon. Most veterinarians are experienced with scalpels. Scalpels provide excellent tactile sensation through which you may increase or decrease pressure to change the depth of cut. Within the limits of lateral resistance, you can move blades over, through, and around structures to make incisions. Lasers provide no tactile sensation since their path is visually guided. Like a scalpel, radiosurgery provides a sense of tactile sensation. And as with a laser, with radiosurgery there is an absence of tissue resistance. For this reason, some surgeons consider the learning curve quicker and easier with radiosurgery than with lasers.

**Other factors to consider**

To avoid postoperative complications, it is important to avoid damaging tissue that surrounds the incision. Steel scalpel blades produce no lateral heat as they pass through tissue. The absence of lateral heat is an advantage in that no surrounding tissue is altered, but it is also a disadvantage in that no hemostasis occurs. Lasers and radiosurgery generate lateral heat to seal small vessels, nerve endings, and lymphatics as incisions are made. Radiosurgery electrodes of varying shapes and different waveforms may be used to enhance hemostasis.

Several studies have been performed to examine the damage done to surrounding tissue by lateral heat transfer by radiosurgery and carbon dioxide lasers. The tissue damage produced by radiosurgery when in the fully rectified modulated waveform mode is similar to that of a steel scalpel, allowing comparable biopsy samples to be obtained that lack thermal or mechanical artifact. A study in people in which oviducts were incised with lasers (carbon dioxide, Nd:YAG, and KTP-532), electrosurgery, and radio frequency showed that radio frequency produced the least damage to surrounding tissue and carbon dioxide lasers produced the second lowest amount of damage when compared with scalpel incisions. In another study, carbon dioxide lasers were compared with scalpels for resecting the soft palates of brachycephalic dogs. Clinical outcomes were similar in dogs in which lasers or conventional scalpels were used, but surgical times were significantly shorter when lasers were used. One surgeon has anecdotally noted that skin incisions made with radiosurgery heal as quickly as those made with a steel scalpel.

Another factor is equipment cost. The cost of steel scalpel blades varies depending on their intended use, but for the most part the scalpels are a negligible cost of surgery. Radio frequency surgery units are one-third to one-half the cost of lasers. Additionally, handpieces and electrodes for radio frequency surgery can be steam- autoclaved. One factor that is often not considered is the space a unit occupies when not in use. While none of the mechanical methods of surgical incision compares with the small size of a box of scalpel blades, radiosurgical units occupy a much smaller space when compared with lasers, resulting in less clutter in the operating room. A disadvantage of both radio frequency surgery and lasers is smoke generated during the procedure. A smoke evacuation system should be considered when using either radio frequency surgery or lasers to incise tissue. Be careful to avoid using alcohol or other flammable substances when preparing skin for surgery if radiosurgery will be used.

**Conclusion**

Practicing veterinarians have many alternatives for making incisions during surgery. The choice of instruments varies depending on the surgeon’s preference and experience, tissue to be cut, procedure to be performed, and cost of equipment. In my practice, I have found that the lack of hemorrhage and the ability to incise tissue without extensive manipulation when using radio frequency surgery greatly reduces surgery time. Additionally, I have observed that animals have less postoperative swelling when I use radiosurgery rather than a scalpel, resulting in less self-trauma and less dehiscence.

The learning curve for radiosurgery is
not steep for veterinarians familiar with scalpels. Similar tactile movements are required. The most difficult sensation to learn is that no resistance is felt when incising tissue. In our practice, we are developing techniques to raise conjunctival flaps, replace hyperplastic third eyelid glands, and perform enucleations in addition to correcting eyelid abnormalities. Practitioners should consider radiosurgery as an alternative to steel scalpels when performing surgery on easily deformable and highly vascular tissue.

REFERENCES

CE QUESTIONS 2 CE hours

You can earn two hours of Continuing Education credit from Kansas State University by answering the following questions on radiosurgery. Circle only the best answer for each question, and transfer your answers to the form on page 804.

Article #2

1. Radiosurgery uses frequencies in what range?
   a. 0.5 MHz
   b. 1.5 MHz
   c. 2 MHz
   d. 3 MHz
   e. 4 MHz

2. When radiosurgery is used, a skin incision should be made with what type of electrode?
   a. Small-diameter wire electrode
   b. Loop electrode
   c. Large-diameter wire electrode
   d. Spatula electrode
   e. Ball electrode

3. What waveform generates the least amount of lateral heat at the incision?
   a. Fully rectified modulated waveform
   b. Continuous waveform
   c. Partially rectified modulated waveform
   d. Spark-gap waveform
   e. Fine-bulb phase waveform

4. Electrocautery surgical devices operate in what frequency range?
   a. 0.5 MHz
   b. 1.5 MHz
   c. 2 MHz
   d. 3 MHz
   e. 4 MHz

5. What factors are involved in the cutting process?

   a. The shape of instrument
   b. The property of tissue to be incised
   c. Guidance by the surgeon
   d. A, B, and C
   e. None of the above

6. Longer scalpel blades allow for straighter cuts because of:
   a. Sharpness of the cutting edge
   b. Guidance by the surgeon
   c. Lateral resistance against the blade by tissue
   d. Tissue secility
   e. Thickness of the tissue to be incised

7. Which laser is most commonly used in veterinary medicine to incise skin?
   a. Neodymium:yttrium-aluminum-garnet
   b. Carbon dioxide
   c. Diode
   d. Argon
   e. Krypton

8. How is tissue incised with radiosurgery?
   a. Tissue resistance to the generated wave volatilizes the cells
   b. Heating of the electrode
   c. Oscillation of the electrode
   d. All of the above
   e. None of the above

9. What is the best waveform to use when using radiosurgery to incise subcutaneous tissue?
   a. Fully rectified modulated waveform
   b. Continuous waveform
   c. Partially rectified modulated waveform
   d. Spark-gap waveform
   e. Fine-bulb phase waveform

10. Which is a disadvantage of both radiosurgery and lasers?
    a. Lack of tactile stimulation
    b. Space occupied within the surgery room
    c. Inability to steam-autoclave instruments
    d. Smoke generated when tissue is volatilized
    e. Need for protective eyewear
Beyond The Laser
Patented 4.0 MHz Radiofrequency

Advantages
- Better and faster healing than cold steel and lasers
- Cost effective
- Cutting / Cutting & Hemo / Bipolar available at surgical site
- Less post operative pain
- Less swelling and edema
- Low maintenance cost
- Minimal tissue trauma
- Portability of RF device
- Safe for the surgeon, staff, and patient
- Short learning curve
- Significantly lowers the risk of hematoma and infection
- Smoothly and gently cuts and coagulates through all layers of tissue at low temperatures
- Speeds surgical procedures
- Versatility of usage

Procedures
- Anal Fistulae
- Aural Resection (Ear)
- Basal Cell Carcinoma
- Biopsy
- Castration
- Cervicitis
- Cloacal Hyperplasia Removal
- Cyst Removal
- Declaw
- Ear Cropping
- Ectropion / Entropion
- Endoscopy
- Epilation for Diastichiasis and Trichiasis
- Epulis Removal
- Eyelid Tumors
- Gingival Hyperplasia Removal
- Granulation Tissue
- Hemostasis
- Intra-Abdominal Surgery
- Mammary Tumors
- Mastectomy
- Nasal Fold Surgery
- Nasal Polyps
- Ophthalmic
- Papilloma
- Perineal Surgery
- Pharyngeal Abscess
- Precise, Pinpoint
- Coagulation for Microsurgery
- Rectal Surgery
- Skin Incisions
- Skin Tumors and Cysts
- Soft Palate
- Resection / Uvulotomy
- Removal / Non Cutaneous
- Spaying
- Tonsillectomy

Surgitron™ Dual Frequency 120 IEC

ellman International, Inc. 3333 Royal Avenue, Oceanside, N.Y. 11572-3625
(800) 835-5355 • www.ellman.com